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DRAFT Discussion Questions 
 
Effectiveness 

  
1. The results for the single-arm clinical trials featuring bilateral placement of the gamma version 

of the Essure Micro-insert are provided below.  How does the effectiveness of the Essure 
Micro-insert compare to other available methods for female tubal sterilization? 
 

 number 
patients 

number 
pregnancies 

estimated pregnancy rate, 
95% confidence interval 

Pivotal Trial    
1 year 408 0* 0 - 0.74% 

Phase II Trial    
1 year 194 0 0 - 1.55% 

2 year** 149 0 0 - 2.01% 
* 4 luteal phase pregnancies 
** 1 pregnancy in patients with earlier (“beta”) version of device 

 
2. The PMA presents results from a pre-hysterectomy 'proof of concept' study (n=52) where 

fallopian tube specimens were examined histologically following device placement.   
a. What do the results of this study indicate about the mechanism of action of the Essure 

device?  
b. Can results from this study shed any light on the likelihood of tubal recanalization in a long-

term setting? 
 
3. In the three months following device placement, the patient is suppose to stay on alternate 

contraception to allow for sufficient tissue in-growth to produce tubal occlusion.   
 
In the Pivotal Study, an HSG confirming correct device placement and tubal occlusion was 
needed before the patient stopped alternate contraception.  The Pivotal Study showed that the 
rate of bilateral occlusion was 96% of the number of correctly placed devices. 
 
The Sponsor is proposing that in commercial use, alternate contraception can be stopped 3 
months post-placement if a pelvic x-ray (i.e. not an HSG) indicates satisfactory position of the 
device.  Is the Sponsor’s proposal adequate?  

 
4. Do the results of these studies enable us to make any prediction about the long term efficacy of 

this device? 
 
5. There was a 12% failure rate of bilateral placement on the first attempt.  In comparison to 

failure of laparoscopic sterilization at first attempt, is this failure rate acceptable? 



 
 

 
Safety 
 
6. Is the safety profile of this device acceptable?  
 
Labeling & Training 
 
7. Are the professional labeling (Volume 1, Exhibits 1, 2, 3 of the Panel package) and the training 

materials (Volume 1, Exhibits A, B, C of the Panel package) provided by the Sponsor sufficient 
to ensure appropriate use of the Essure Micro-insert system?  

 
Post-approval Studies 
 
8. The Sponsor has proposed to follow study subjects from the pivotal study for a total of five 

years.  Is this post-approval study plan necessary and sufficient?   
 
 

 
 
 


